[Computerized system for multichannel recording of analog signals in intensive neurosurgical care].
Modern intensive neurosurgical care is connected with the necessity of perception by the personnel of a great number of information from several monitored patients. This requires using sensors of various physical values and appropriate measuring and signalling systems. For avoiding of high costs connected with the use of specialized equipment, and for precise adjustment of the recording systems for specific use a PC-class computer with eight-channel chart of analog-digital transducer was used, together with a programme for collection, transduction and visualization of the recorder parameters. Both the transducer chart and the programme are in wide use although fully professional. The price is reasonable and the programme is fully intuitive. The association of computerized recorder with Polish pressure transducers made possible, among other, routine measurement of intracranial pressure in neurosurgical patients.